[Use of a microtest plate method in pregnancy thrombocyte serology].
In search of a time saving concept for verifying a neonatal allo-immune thrombocytopenia (NATP) we tested the suitability of a solid phase platelet assay for antibodies (ab) which might induce NATP. Compared to PSIFT the test is equally appropriate for the detection of platelet specific and HLA ab. Using maternal, paternal, P1A1 neg. and random platelets the test gives quick answers to: a) is one dealing with a NATP? b) is anti-P1A1 involved?